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1 Introduction

The testing system with the TDC-GP30YD-(FO1) development board (i.e. GP30-DEMO-US / GP30-
DEMO-US-F01) is a platform for a quick and easy start-up and evaluation of the TDC-GP30YD
ultrasonic flow converter (UFC). It supports the QFN32 package, which offers the functionality need
for standard water and heat meters. The testing system offers user-friendly configuration and
extensive testing of the TDC-GP30YD-(FO1), but also the complete assembler environment for
programming the device. For proper use of the testing system, we strongly recommend referring to
the latest TDC-GP30YD-(FO1) datasheets. The testing system includes three elements:

TDC-GP30YD-(F01) development board PicoProg Lite with USB-C — USB cable
i.e.GP30-DEMO-US / GP30-DEMO-US-FO1 board, based on
TDC-GP30YD-(FO1) in QFN32 package
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Figure 1: The Testing System Components

Please download the software for the testing system from https://downloads.sciosense.com/tdc-
gp30/ and look for the latest revision of TDC-GP30_EvalSW.

1.1 Ordering Codes

Table 1: Ordering Information

GP30-DEMO-US 220260002 TDC-GP30YD development board
GP30-DEMO-US-F01 220260005 TDC-GP30YD-F01 development board
PicoProgLite V1.0 220200016 PicoProg Lite communication interface

Note: TDC-GP30YD-FO1 comes with a flow firmware already on chip, which simplifies the design of
ultrasonic water meters and reduces time to market.
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Quick Start Guide

This section describes how to quickly set up the testing system, establish basic operation and make
measurements.

2.1

Install the Software

It is crucial to install the software before connecting the testing system to your computer. A default
driver loading of your OS may interfere with correct installation.

2.2

Download the latest zipped software installation package to the desired directory.
Unzip the package to the desired directory.

Open “setup.exe” from the unzipped directory.

Follow the instructions on the screen.

Install the Hardware

Make sure software is installed correctly before proceeding with this step!
Connect your computer with the PicoProg Lite using USB cable.

Connect PicoProg Lite and the TDC-GP30YD-(FO1) development board.
The green LED on the TDC-GP30YD-(FO1) development board should be on.
Connect your spool piece to US_UP and US_DOWN

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production
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2.3

From the “Start” menu, go to “All Programs” and then to the “ScioSense” directory. Double click the
“GP30_v2_0” icon (or newer versions, if available) to begin execution of the evaluation software.

The following screen should appear:

Quick Start for Initial Measurements

GP30 Evaluation Software - O X
File Tools Firmware Intefaces Help
Ultrasenic Control Control  General Control  Interfaces  Intermupt & Error Handling  acam  Firmware Parameters  Firmware Error Counters No device detected a
Time of Flight Measurement 2-Wire Temperature Measurement
Write Config Current Temperature Sensor accuracy ppm/K
. M7y . Y00 b A
Avg. Rate: 3 Avg. Rate: §[100 J 2000 () 2000
= Name Results/ns | Average/ns Std. Devi/ps ~ e RCyRref curment T RH/Rref current T Open Graph
1 | TOF SUM AVG UP 508404 50849,5 918 Read Config from RAM first ;) 1,0000 ;) 1,0000
2 | TOF SUM AVG DOWN | 608459 508459 12 (Use with GP30 Firmware only!) : -
Calculated Temperature Results
3 TOFI_UP 618432 618430 394 =
S %] Name Results | Unit | StD (mK)| SNR (Bit) |
4 TOF2_UP 628393 628392 91,0 GP30 is not responding oo 3 5 3 o
5 613444 613444 595
TOF3.UP Stop Measurement Cycle Timer
6 TOF4 UP 598496 598484 %86 and Disable Watchdog
7 TOFS_UP 60846,0 608458 36,1 vl
& ToFs_UP 61843,0 61843,0 37 System Reset = Name Results | Unit ~ | [ Apply RDSON compensatien
9 TOF7_UP 62830,2 628392 20,5 oo T o
= = [ Apply Gain compensation
10 TOF8_UP 613445 613443 69 Disable Watchdog after Reset ) 7 0
11 TOF1 DOWN 02480 00872 41,7 [0 Release Bus Master sfter Reset 0 o 1 0 Mult Gain Comp. 125
12| TOF2 DOWN -0,1106 0,0652 1120
13/ TOF3 DOWN 0,250 0,0673 1186 Disable Watchdog 0] o 1 0 - Offset | 0.0001
0 1 0
14 TOF4 DOWN 0,0839 0,0385 7 Enable Watchdog e Gain Factor 0,9998
15| TOFs DOWN -0,0191 0,0657 2
16 TOF6 DOWN 0,0000 0,0000 00 Watchdog is Enabled HS Clock
17| TOF7 DOWN 0,0000 0,0000 0,0000
18/ TOF8 DOWN 0,0000 0,0000 0,0000 Verify Interface HS clk pericd in ns (ideal) HS clk peried/ns Cal Factor HS clock
250 0
19 diff. TOF 1 0,0000 0,000 0,0000 Pico Prog FW Version ZD
20 diff. TOF 2 0,0000 0,0000 0,0000 according to setting in RAM [ Apply calibrated clock period to display values.
21 diff, TOF 3 0,0000 0,0000 0,0000 Comm, with GP30 OK?
22 diff. TOF 4 0,0000 0,0000 00000 Amplitude Measurement
23] diff. TOF 5 0,0000 0.0000 0,0000 Measurement Values
24 diff. TOF 6 0,000 L0000 .00 Remote Interface = Name Results / mV | 5td Dev. / mV | With Result Avgd ~
23 diff. TOF 7 00000 0000 .00 SPI - Interface ) [ 7 [FRO
26 diff. TOF 8 0,0000 0,0000 00000 i o BD : : E
27 diff, TOF SUM AVG 0,0000 0,0000 06,0000 M 0o [ [ | Fr2 o
‘Write TOF Values to File Calibration Values
(ODONTWHEtOFIE | | ;. wigth Ratio P Pulse Width Ratio DOWN # [Name Results B
Open TOF Graph | ()Valuesf. Calibration o0 i 0 0 1
(DAl TOF Values 4800 0 0 1 v
v
< >

Figure 2: Measurement Page

e Click the “Verify Interface” button to confirm communication between PicoProg Lite and
TDC-GP30YD-(F01) is working. Both fields, “Pico Prog Lite FW version” and “Comm. With GP30
OK?”, should become green.

¢ Next, open our initial configuration GP30Y_config_default_03 and download it into the chip,
pressing “Write Config”.

e Connect your spool piece to pins US_UP and US_DOWN. Depending on the outline of the
transducers changes of the configuration will be necessary.

e Press “Start Measurement” to begin measuring.

At this point, after successful completion of the above steps, basic operation of the testing system
should be possible. The following sections provide a detailed description of the hardware and

software for advanced operation.

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production 5
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3 Hardware Description

3.1 Introduction

The TDC-GP30YD-(F01) development board, shown in Figure 3, is a front-end for a water or heat
meters. The transducers and temperature sensors are directly connected to this board. It comes with
a 32.768 kHz quartz (X2) and a 4 MHz ceramic oscillator (X1). All ports of TDC-GP30YD-(FO1) are
available. Additional patch fields allow an easy extension with additional circuits. Those can be
amplifiers or analog switches for operation in gas meter mode.
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Figure 3: TDC-GP30YD-(FO1) Development Board
3.2 Communication Interface
The PicoProg Lite board is a USB-to-SPI converter box that interfaces all UFC evaluation systems.

The PicoProg Lite is registered by the operating system initially as “PicoProg LITE V1.0”. To confirm,
open “Control Panel” of your OS and click on “Devices and Printers” icon. The USB driver will be
listed in “Unspecified” driver section.

The flat connector includes the power lines and the SPI or UART communication lines. The testing
system with PicoProg Lite does not support UART communication.

On the development board the communication interface is initially selected to SPI (by solder bridge
LJ2). Pin VCC_LEVEL is the voltage feedback for the former PICOPROG level shifters and is no longer
used with PicoProg Lite.
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When started, the software comes up with the main window, showing the “Measurements” tab.

Control ~ General Control  Interfaces  Interrupt & Error Handling  acam

Firmware Parameters  Firmware Error Counters

PicoProg Lite

2-Wire Temperature Measurement

P30 Evaluation Software
File Tools Firmware Intefaces Help
Ultrasonic Control
Time of Flight Measurement
Avg.Rate: §[1 | Avg.Rate: g |
B Name Results/ns | Average/ns Std. Dev./ps ~
1 | TOF SUM AVG UP 598494 598495 r 91,8
2 | TOF SUM AVG DOWN 608459 00845,9 81,2
3 [ TOF1UP 618432 61843,0 894
4 | TOF2_UP 628393 62839,2 91,0
5 TOF3_UP 613444 613444 39,5
6 TOF4_UP 598496 598494 %6
7 | Tors_up £0846,0 508458 9,1
8 | TOF6_UP 618430 618430 93,7
9 | TOF7_UP 62839,2 62839,2 80,5
10 TOF8_UP 613445 513443 83,9
11 TOF1 DOWN -0,2480 0,0872 1417
12/ TOF2 DOWN -0,1106 0,0852 12,0
13 TOF3 DOWN 02504 0,067 1186
14 TOF4 DOWN 0,0839 0,0385 177
15 TOFS DOWN 0,0191 0,0657 80,2
16 TOF6 DOWN 0,0000 0,0000 00
17 TOF7 DOWN 0,0000 0,0000 10,0000
18 TOF8 DOWN 10,0000 10,0000 0,0000
19 diff. TOF 1 10,0000 10,0000 0,0000
20| diff. TOF 2 10,0000 10,0000 0,0000
21/ diff. TOF 3 10,0000 10,0000 0,0000
22| diff. TOF 4 10,0000 10,0000 0,0000
23| diff. TOF 5 10,0000 10,0000 0,0000
24| diff. TOF 6 10,0000 10,0000 0,0000
25 diff. TOF 7 10,0000 10,0000 0,0000
2 diff. TOF 8 00000 0,0000 0,0000
27 diff. TOF SUM AVG 0,0000 0,0000 0,0000 v
Write TOF Values to File
(©IDONTwitetofile | [ e wigth RatioUP  Pulse Width Ratio DOWN
Open TOF Graph (C)Values f. Calibration 000 000
(CAITOF Values
<

Verify Interface
Pico Prog Lite FW Version
1.21
Comm. with 6P30 OK?

Comm.w/GP30OK |

Remote Interface
SPI - Interface
UART - Interface

Baudra

Baudrate 115

Write Config [P [— —
20,00 oJ| 4000
Start Measurement ) ) T B
RC/Rref current T RH/Rref current T P P
Read Config from RAM first () 1,0000 () 1,0000
(Use with GP30 Firmware only!) : :
Calculated Temperature Results
GP30 Status - -
= = o #]  Name Results | Unit | StD (mK)| SNR (Bif) | ~
it
easurement Cycle Timer is of o . 5 : R0
Stop Measurement Cycle Timer
and Disable Watchdog
Volues
System Reset 7 Name Results | Unit |~ | [ Apply RDSON compensation
o0 1 0 Apply Gain compensation
B Disable Watchdag after Reset ) 1 o WIS ?
Release Bus Master sfter Reset 0o 1 0 MuiEGanlComps 125
Disable Watchdog gy o L o ~ Offset 00001
oo 1 [
Enable Wstchdog 2 Gain Factor 0,998
Watchdog is Enabled
HS Clock

HS clk period in ns (ideal)

according to setting in RAM

250

HS clk period/ns Cal Factor HS clock
250 o

[ Apply calibrated clock period to display values

Amplitude Measurement

Measurement Values

# [Name Results / mV | Std Dev. / mV | With Result Avgd ~
00 1 1 | Fro
00 1 1 | Fr1
00 1 1 | FR2 v
Calibration Values
# [ Name Results ~
00 1
00 1 v

Figure 4: Main Window
4.1.1

First Step with Measurement Control Elements

A good first step is to load a working configuration and make measurements in frontend mode
(without using the internal 32-Bit pP). ScioSense provides a sample configuration file named
GP30Y_config_default_03 which typically works well with DN20 spool pieces.

Load Configuration File: File menu - Open Config - choose appropriate configuration file

1. Press “System Reset” button. Now the Pico Prog Lite FW version field should get green,
and the appropriate version should be displayed (1.2.1 or higher). Further, “Comm GP30
OK?” should get green to show that communication with TDC-GP30YD-(F01) works.
2. If watchdog is not disabled by “System Reset”. Button o press “Disable Watchdog” button.

w

Press “Write Config” button to download the configuration settings into TDC-GP30YD.

4. Press “Start Measurement” button. Now the chip starts to measure, and the software
displays the results in the table “Time of Flight Measurements”.

The user can now modify the configuration to fit it to his needs. Having done this, the user can store
his own configuration files.

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production
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4.1.2 Time of Flight Measurement Results

TDC-GP30YD stores the first 8 hits of every TOF direction separately and the averaged sum of all
measured hits calculated by Ul (in blue). These 9 results are displayed for both directions, as we call
them up and down. The evaluation software additionally calculates the difference (in blue) between
up and down stream, DIFF-TOF. In total, all 27 results are displayed in the “Results” column.

In the “Average” column the user can set the sample size for the averaging (<1000). The software
calculates the rolling average of the results accordingly. In “Std. Dev.” column the standard
deviation, calculated over a variable sample size, is displayed. The number of samples can be chosen
(e.g. 100).

The same is done with the amplitude values of the receiving signals and the pulse width ratio between
first hit and start hit. The values for both directions are displayed.

Information: The application of the highspeed calibration is off by default. This is more convenient
when comparing measurement data. But when collecting data for calibration it is strongly
recommended to have this active.

HS Clock
HS clk pericd in ns (ideal) HS clk period/ns Cal Factor H5 clock
750 2496 0998418
according to setting in RAM Apply calibrated clock period to display values

Figure 5: HS Clock Calibration

A graph to display TOF measurement results opens in a separate window by pressing “TOF Graph”
button. It is possible to activate up to four plots. Each plot has various selections, e.g. TOF1UP,
TOF2UP etc.. Always average values are displayed.

5 TOF Graph - O X

Time

diff TOF SUM avg ~

~

Skip values  []Subtract Zero Offset

Unit

Time Tl

-in=y 1 I I 1 1 1 1 i I 1 1 [ i 1 1 ] [ i I 1 1 [ i 1 1
0 20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380 400 420 440 460 480 500
samples

Save Data to File Clear History Zoom| All Y X Undo Stop Measuremen t
Figure 6: TOF Graph
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Measurement data can be exported into text files, either the main values for calibration only, or the
full data.

[ S R STV RN

A

B

16:18:50

16:19:03 13,69
16:19:04 14,03
16:19:04 14,49
16:19:05 15,02

C D E F G H I J K L
08.08.2016 16:18 s Elapsed diffTOFSu sumTOFSLdIffTOFL sumTOF1 PW UP PW DOWI AM UP  AM DOW! Status Register
0 0,000000 0,000000 0,000000 0,000000 1,992,187 1,992,187 7,168,211 6,991,830 FFFFFFFF
0,000000 0,000000 0,000000 0,000000 1,992,187 1,992,187 7,152,268 7,215,327 FFFFFFFF
0,000000 0,000000 0,000000 0,000000 1,992,187 1,992,187 7,152,268 7,215,327 FFFFFFFF
0,000000 0,000000 0,000000 0,000000 1,992,187 1,992,187 8,988,957 9,103,998 FFFFFFFF
0,000000 0,000000 0,000000 0,000000 1,992,187 1,992,187 8,177,363 9,125,247 FFFFFFFF

Figure 7: Data Export for Calibration

3

[ 3 F G

H |

4 K

L 2] [ o P 9 R s T u v v bl v z A4 A AC | AD

A
e e TDFSum YO Sm{TOFTup | TOF 2. T 5/ O TOF S TOF 3 TOF 7 TOFGup O o TOFZ ot TP 5 TP de TCF o 0P D o TOF o TOFD oot TOF . TOF o TOF | TOF G 10F 0|1 1OF L. TOF |3 TOF P/ U

1324 13,78

0,00000 0,00000 0,00000 £,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 159

n,nn n,nn n,nn n,nn n,nn 0,00000 0,00000 0,00000 0,00000 0,00000 000000 0,00000 000000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 133
000 000 000 000 000 000000 000000 0,00000 000000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 133
000 000 000 000 000  0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 199
000 000 000 000 000 000000 000000 000000 000000 0,00000 000000 0,00000 0,00000 0,00000 000000 0,00000 000000 0,00000 000000 0,00000 133
000 000 000 000 000 000000 0,00000 0,00000 100000 0,00000 £,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 0,00000 133

Figure 8: Complete Data Export

4.1.3

2-Wire Temperature Measurement Results

AE L AF | AG | AH Al
PWDOW AMUP | AMDO Staws Regiter

199 88 310 FFFFFFFF
193 826 a6t FFFFFFFF
199 sz a8 FFFFFFFF
199 881 848 FFFFFFFF
193 8® 84l FFFFFFFF
199 sE S FFFFFFFF

A graph to display temperature measurement results opens in a separate window by “Temperature
Graph” button, similar to TOF graph.

e Graph

Amplitude

1 | ! |
240 260 280 300

! I
320 340

2

~—n L g W il Tt ,F\_‘-’“\_.__d—»"u "‘u—\_.-r_’f';_‘ J"L\—. J"

I ! 1 1 1 | ! ! ! 1 | ! | ' I | ! | [
360 380 400 420 440 460 480 500 520 540 560 580 600 620 640 660 680 700 724

Save Data to File |

Clear History

Samples

Zoom | All ‘ Y ‘\ X H Undo Stop Measurement

Figure 9: Temperature Measurement Results Graph (previous Ul)
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4.2 Ultrasonic Measurement Control

In this tab the user makes all settings for an appropriate ultrasonic measurement. They group as
follows:

e Time of Flight Sequence Control
e Time of Flight Hit Control

e Amplitude Measurement Control
e Transducer Interface Options

o GP30 Evaluation Software - o x
File Tools Firmware Interfaces Help
Ultrasonic Control Control ~ General Control  Interfaces  Interrupt & Error Handling ~ acam  Firmware Parameters  Firmware Error Counters PicoProg Lite 2
Time of Flight: Sequence Control
Ultrasenic Pause Handling Direction Mode
TOF Rats
ste Nurmber of Fire Pulses Pause between TOF Up and TOF Down
1 3 — Pause 1,0* T(BF_SEL) in ms ®in 2000 e Toggle Direction with every Measurement. vz
Fire Pulse Clock Divider Zero Cross Calibration Rate Time Of Flight Edge Mode
Register Setting HS Clock Divisor Noise Mask Window Timeout TOF
5 Every 50th Sequence Cycle Trigger |~ Positive Edge of TOF Hit -
B a ry q yele Trigg 5 © e " 28 e g 0
Time Of Flight: Hit Control
TOF Hits Stored in Front End data Buffer start Hit Mode
First Hit Level Up First Hit Polarity
No. of TOF Hits -
- Start Hit by First Hit Detection - 5
12 Hit S Sum of All TOF and first 8 TOF values R y 0 o =] s - positive s
Selected Start Hit after First Hit Detection
Mo. of ignored Hits Start Hit Delay Windo First Hit Level Down
N - 9. Hit v - .
0 Hits s P =11 e i 8 s 2 a0 mv Enable Pulse Width Detection

Amplitude Measurement Control

Amplitude Measurement Rate Amplitude Measurement Calibration Rate Amplitude Measurement Peak Detection End

Every TOF Measurement “|n Every 20th Amplitude Measurement v After 8 Hits <

Transducer Interface Options

Enable Analog Switches in both US buffer
Enable Precharge Transistors in both US Buffer
Enable Pull-Down Transistors in both US Buffer
Enable Both Receive Path Transistors

Enable Both Fire Buffer

Transducer Interface Select

[CJenable Gas Meter Mode [JEnable External Receive Amplifier (QFN 40 only)

Fire Buffer 1 & Receive Path 1 Selected ~h

Figure 10: Ultrasonic Measurement Control Tab

The meanings of the various settings are displayed in clear text. For more details about the register
settings please refer to the TDC-GP30YD manual.

10 TDC-GP30YD-(F01) QFN32 SC-001776-UG-5 / 2026-08-27 / Production



<) CONTENTS PAGE SCi\O;SQ nse-

—

4.3 Temperature Measurement Control

All settings for an appropriate temperature measurement are done in this tab, which are grouped as
follows:

¢ Sequence Control
e Measurement Control
o Temperature Measurement Cycle Time

¢ GP30 Evaluation Software =S
File Tools Firmware Interfaces Help
Ultrasonic Messurement Control  Temperature Measurement Control  General Control  Interfaces  Interrupt & Error Handling  acam  Firmware Parameters  Firmware Error Counters PicoProg Lite 0
Sequence Control
Measurement Repetition Rate
Temperature Measurement Subtask Handling (Pause Time)
Temperature Measurement every: |0 4| Sequence Cycle Triggers
Pause 1,5 * T(BF_SEL) in ms MG
Port Measurement Order Pause between Temperature Messurements
3000 ms
1. Default Order -> 2. Reversed v
Measurement Control
Wire Mode *
Part Cantrol
2-Wire Measurement e
Number of Ports Number of Fake Measurements

3 Port: -

Measurement Mode ot 1
2 Fake Measurements e

Intermal Resistor ol Inactive Ports during Measurement

Pulled to GND e
* Current Software Release supparts only 2-wire Temperature Mode
Temperature Measurement Cycle Time
Discharge Select
1024 s <l
o
< >

Figure 11: Temperature Measurement Control Tab

The meanings of the various settings are displayed in clear text. For more details about the register
settings please refer to the TDC-GP30YD manual.

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production 11
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4.4 General Control

The “General Control” tab covers configuration settings for

o Task sequencing

e High speed clock control
e Voltage measurement

e CPU handling

o Timer settings

GP3D Evaluation Software - o x
File Tools Firmware Interfaces Help
Ultrasonic Control Control  General Control Interfaces  Interrupt & Enror Handling ~ acam  Firmware Parameters  Firmware Error Counters PicoProg Lite ~
Task Sequencing
Set Cycle Time of Task Sequencer Select Base Frequency for Pause Times Enable Task Sequencer Restart Bandgap Pulse Mode
Cycle Time Task Sequencer Eoool® Select
= R llkoSegienceySiaitiode Synchronized with task sequencer |+
128 5 125 BFSEL= 50Hz |v|p
ms Task Sequencing Starts: | Only if Remote Interface is Idle ~|[o
High Speed Clock Control
Seitling Time High Speed Clock Select LRk bt [
135 s -2 4MHz [v o Every 20th Sequence Cycle v|rs
Voltage Measurement
Vee Measurement Rate Low Battery Detection Threshold Vee Measured
Every 50th Sequence Cycle ~ s 14 H J228  voi 0,00 Read Measured Vcc
CPU Handling
[JEnable Post Processing CPU Request Enable Post Processing Enable
Post Processing Mode [ Enable General Purpose Timer Request [ Checksum Execution after Bootloader
Post Precessing only after TOF, AM, AMC, TM or HCC Measurement >
Timer
General Purpose Timer
Update Mode for Time Stamp Value Checksum Timer
1 hour ~|o
Updated | Automatically every second ~|n Checksum Every hour ~|h
[ General Purpose Handling with HS Clock
v
< >

Figure 12: General Control Tab

The meanings of the various settings are displayed in clear text. For more details about the register
settings please refer to the TDC-GP30YD manual

4.4.1 Firmware

In case the TDC-GP30YD has firmware, setting flag “Enable post processing” turns on the CPU (flow
meter mode). Having this not set, the TDC-GP30YD runs as front-end in time conversion mode.
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4.5 Interfaces
The “Interfaces” tab covers configuration settings for

e Pulse interface including test option

o EEPROM interface

e GPIO control

¢ UART remote interface.
© GP30 Evaluation Software
File Tools Firmware Intefaces Help

Ultrasonic Control Control  General Control  Interfaces  Interrupt & Error Handling  acam  Firmware Parameters  Firmware Error Counters PicoProg Lite

Pulse Interface
Pulse Interface Control

[HAEnable Pulse Interface
General Update Mode

Time Between Internal Updates

External EEPROM Interface Control

EEPROM Pull Up Enable
Interface Pull Ups Enabled ~[

EEPROM Slave Address
80

GPIOs

Configuration SCK (SPI) or RxD (UART) Port

Input Pull Down

Configuration GPIO 4

Configuration GPIO &

~i2

Configuration GPIO 5

UART Interface Control *

‘CRC Control

UART CRC Polynomial

GPIO1
Update by PILUPD only e GFo o UART CRC Reversed Order
Output Mode Configuration GPIO 0 Configuration GPIC 1 UART CRC in Unreversed Order
Forward and Backward Pulses on 1 Line ~ g Output ~lfo Output UART Initial CRC Valu
Pulse Width Select GPIO 0 Select GPIO 1 Izl CRC
0 & 9T66 g Pulse Interface-> Pulse ~n Pulse Interface->Direction UART
Default Settings
Pulse Interface Test GPIO 2 GPI03
Update Pulse Interface Configuration GPIO 2 Configuration GPIO 3 UART Wake Up Command Enable
\nput PUll U » Input Pull Ui Wake Up Command Enabled i
No. of Pulses nput U le 1 P P
0,00000 Select GPIO 2 Select GPIO 3 Baud rate
General Purpose Out 2] “ljo]  [General Purpose Out 3] UART High Baud Rate
Minimum Distance 2 Pulses ; "
GPIO 4 (QFN 40 ony) GPIO 5 (QFN 40 only)
2 ms v v High Baud Rate Timeout

I 293 s Input Pull Up ]| [input Pull Up UART High Baud Mode
Select GPIO 4 Select GPIO 5 High Baud rate controlled by remote controller
Ne. of Internal Upd. betueen Genera! Upd. General Purpose Out [4] “lig] | General Purpose ut 5]
0 Clear Mode for UARTIRQ
GPIO & (QFN 40 only) UART INT cleared by remote controller

UART Data Message

EEPROM Interface Mode Input Pull Up ] Address Length
EEPROM Interface on GPIO 5/6 v Select GPIO 6 0
General Purpose Out (6] ~lp

* Current Software Release supports only P! Interface

Figure 13: Interfaces Tab

The meanings of the various settings are displayed in clear text. For more details about the
register settings please refer to the TDC-GP30YD manual.

4.5.1 Pulse Interface

The pulse interface needs appropriate firmware in the chip. The settings in the evaluation software
only generate an artificial pulse to test the general functionality. The output is not related to any

measurement.
4.5.2 UART

UART is not supported in this software version.
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4.6 Interrupt and Error Handling

On this tab error indicators and interrupt sources for remote interface can be selected.

© GP3D Evaluation Software - o x
File Tools Firmware Interfaces Help
Ultrasonic Control  Te Control  General Control  Interfaces  Interrupt & Error Handling  acam  Firmware Parameters  Firmuware Error Counters PicoProg Lite 2
Selected Error Indicators Interrupt Sources for Remote Interface
[ZTDC Timeout [FJEnd of Task Sequencer
7O Trmeout [IEnd of Firmware Transaction
imeou
]
[A Amplitude Measurement Timeout [End of Boot Load
[ATemperature Open Circuit [JEnd of Build Checksum
[ATemperature Short Circuit dsynchronous W INT Request
[JAsynchronous FW INT Request
[AZero Cross Calibration Error 7 &
[JDebug Step Finished
Low Battery Detect
[JError Flag
Ultrasonic Sequence Timeout
4 Temperature Sequence Timeout
[ATask Sequencer Timeout
[IEEPROM Acknowledge Error
[ Checksum FWDI Error
[JChecksum FWD2 Error
[ Checksum FWU Error
[ Checksum FWA Error
v
< >

Figure 14: Interrupt and Error Handling

The meanings of the various settings are displayed in clear text. For more details about the
register settings please refer to the TDC-GP30YD manual.

4.7 acam

On this tab specific parameters are displayed, but for ScioSense internal use and analysis only.
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4.8 Firmware Parameters and Firmware Error Counters

Those two tabs display and allow editing of parameters related to the ScioSense flow firmware.

They are of use only for TDC-GP30YD-FO1.

For details please refer to the application note TDC-GP30YD-FO1 Flow Firmware (SC-001268-AN).

& GP3D Evaluation Software

File Tools Firmware Interfaces Help

Measurements  Ultrasonic Measurement Control  Temperature Measurement Control  General Control  Interfaces  Interrupt & Ert

rorHandling acam  Firmware Parameters  Firmware Error Counters

Get Firmware parameters from FW Data 2 in "FW Download” Window. ‘

Temperature Measurements Limits for Error Detection

before Hardware Failure alarm

0,000
nominal resistance| | | | UP and DO of Ampittuds
962,00 3/ Qhm *03C20000

Internal sensor resistance slope|

671,000 {51 @hm/K |<0029F000

5 Amplitude Measurements Pulse Width SUM TOF HSC calibration %“PPM TEMERTEITIET
Reference branch offset resistanc] Apply PWL calibration method
000 {X[ghmx0 Miminum Level for amplitude in mb| || pyror deviation between| Error Threshold for HSC calibration| TSENS
of internal Reference 0000 [Hjmv 0 0000 2] [x00000000 0 [ [x00000000 Use temperature value from flow meas for calibration coefficients
Value of external | No. of low Amplitude | UP and DOWN pulse width ratio of Sum TOF from former average Use temperature value from hot sensor meas. for calibration coeffs
100000 [2]|ohm | x03E80000 32 : < 00000020 voL

Don't apply flow volume storage protection
\Apply flow volume storage protection
ERR

Disable average error counters
Enable average error counters

First Hit Level Control

VLM

Nominal ratio of Reverence Resistor] | (,,oted Firet Hit Level (B0)

1000 2 Qpm |x00010000

Disable control of speed of sound limits
Enable control of speed of sound limits

to PT Hot sensor resistance at 0°C

Nominal Pulse Width Ratio Sum TOF Offsetas Start/ fallback value of FHL (LSB=0,88mV) FHLRATIO
to PT Cold sensor resistance at 0°C 0,000 N 0,000 N 000
) $ ] s« ] Interpret FHL-values as fixed voltage
Norminal ratio of istor] for First Hit Level Trusted First Hit Level -val atio to
= x FHL: Configuration of FHL regulation methods
1000 [%]jonm |x00010000 Zero Flow Averaging and Negative Flow TOF Rate = 9

Methed 1, fixed FHL -

Minimum Value for DiffTOF (raw TDC units) before|

No. Nfor 2*N to calculate the No. of

TESTMODE: Configuration for FHL regulation ption C

0,000 2ns [x0f

0 12

temporary zero flow is assumed (calculations stopped) flow values to be averaged

| || TOFRATE used 7 FW| FWD_USM_PRC (eddr. 116)] Enter FHL test mode regularly (each 32 measurements)
1 2 fo1000000 Enter FHL test mode only in error case

- PLERROR
Minimum Value for flow before| — -
N Cutoff thresheld for negative flowin I/h] Factor for TOF i flow case| ® as eror on
0,000 <[ h (00000000 Signal Ise interf
0,00000 5 1 B oo00007 ignal no-water as error on pulse interfoce
long term zero flow is assumed - 12

NO_PI_ERR

Pulse Interface and Watchdog Register

Signal error on pulse interface as configured in bit 22

First Hit Level Test Never signal error on pulse interface

Define Error flags to trigger an Interrupt|

Selected Erors for Counter 1

Define Error Flags which trigger an Interrupt]  Selected Errors for Counter 1

Pulse Interface Watchdog FHL ZEROFLOW
: With FHL regulation active, disable zero flow state
Watchdog reg value| Test Configuration Value of|
R ERE iR = < - | Apply zero flow state independently of FHL regulation
o [ [x0 *00000000 *
= 2MAX NOZERG
X X X Disable Configuration Restore (0x00000000) CRUSMMOEfodEL Minethoct ® e
Maximum permissible flow in I/h] . e
o = Enable Configuration Restore (0x95659C6A) Get current CR_USM_TOF Value Flow remains even when exceeding 2x maximum flow
= Disable Watchdog ((x43DBA295)
. PWLEXP PWL_ADDR
s S
<
& GP30 Evaluation Software - o
File Tools Firmwsre Interfaces  Help
Messurements  Ultrasonic Measurement Control  Temperature Measurement Control  General Control  Interfaces  Interrupt & Error Handling  acam  Firmware Parameters  Firmware Error Counters PicoProg Lite

Selected Errors for Counter 2|

E HS_CALIB_FAIL HS_CALIB_FAIL
] AMP_DIFF_OUT_OF_RANGE ] AMP_DIFF_OUT_OF RANGE
1] AMP_VAL TOO_LOW 1] AMP_VAL TOO_LOW

] PW_DIFF_NOT_OK [ ] PW_DIFF_NOT_OK

(] SUMTOF_DEV [] SUMTOF_DEV
[ ] FHL_NOT_OK. [] FHL_NOT_OK.
[] MEAS NOT_OK [] MEAS NOT_OK

] HARDWARE_FAILURE
] FLOW BT 2maX
] FLOW LT NEGLIM

] HARDWARE_FAILURE
[ FLOW BT 2MAX
] FLOW LT NEGLIM

[ JvoL_err [ JvoL_err

[ ] ROM_ERR [ ] ROM_ERR

{ ] ROM_TEMP_ERR { ] ROM_TEMP_ERR
[ ] VEL_ERROR { ] VEL_ERROR

{ ] BUBBLE { ] BUBBLE

[ ] NO_WATER [ ] NO_WATER

] TDC Timeout ] TDC Timeout

] TOF Timeout ] TOF Timeout

] Amplitude Measurement Timeout

[ ] Temperature Measurement Open Circuit

| | Temperature Measurement Short Circuit

| ] Zero Cross Calibration

] Low Battery Detect

] Uttrasonic Sequence Timeout

| | Temperature Sequence Timeout

| ] Task Sequencer Timeout | ] Task Sequencer Timeout

] EEPROM Acknowledge ] EEPROM Acknowledge
NA. [ InA.

| ] FWD1Checksum I ] FWD1Checksum

] FwD2Checksum ] FwpaChecksum

] FWU Checksum ] FWU Checksum

] Amplitude Measurement Timeout

{ ] Temperature Measurement Open Circuit
| | Temperature Measurement Short Circuit
| ] Zero Cross Calibration

] Low Battery Detect

] Ultrasonic Sequence Timeout

| | Temperature Sequence Timeout

HS_CALIB_FAIL

] AMP_DIFF_OUT_OF RANGE

1] AMP_VAL_TOO_LOW

[ ] PW_DIFF_NOT_OK

(] SUMTOF_DEV

[ ] FHL_NOT_OK.

[ ] MEAS NOT_OK

] HARDWARE FAILURE

[ FLOW BT 2MAX

] FLOW LT NEGLIM

[ JvoL_err

[ ] ROM_ERR

[ ] ROM_TEMP_ERR

] vEL_ERROR

{ ] BUBBLE

[ ] NO_WATER

] TDC Timeout

] TOF Timeout

] Amplitude Measurement Timeout
{ ] Temperature Measurement Open Circuit
| ] Temperature Measurement Short Circuit
| ] Zero Cross Calibration

] Low Battery Detect

] Utrasonic Sequence Timeout

| | Temperature Sequence Timeout
| ] Task Sequencer Timeout

] EEPROM Acknowledge

[ Ina.

I ] FWD1Checksum

] FwpaChecksum

] FWU Checksum

E FWA Checksum FWA Checksum

FWA Checksum

Figure 16: Firmware Error Counters
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Software Menu

Beside main window, the software menu allows the opening of other windows. There are some menu
items which are redundant to available buttons of main window.

5.1 File

¢ Open Config
This dialog box allows the path selection of a configuration file, covering the register
settings, necessary for a proper configuration of the TDC-GP30YD. After opening this file,
the control settings are updated in the GUI.

e Save Config
This menu item allows the saving of the current GUI control settings into a configuration file

e C(Close
Close all open windows of the TDC-GP30YD Evaluation software.

5.2 Tools

¢ Run Measurement
Same function as “Start/Stop Measurement” button in “Measurement” tab of main window.

e TOF Graph
Same function as “Open TOF Graph” button in “Measurement” tab of main window.

e Temperature Graph
Same function as “Open Graph” button for temperature measurement in “Measurement”
tab of main window.

e RAM Memory
Opens a window which allows single write and read accesses to random access area for
addresses 0x000 - OxOFF.
The random access area from 0x100 - 0x17F, containing the firmware data, can be accessed
separately by “Firmware Download” window

Read & Write Values in RAM Memory
M v "‘Address
CIram o] Jec
Write Value Read Data
E}HWSSE 00 00 04 40

Write RAM Read RAM

Figure 17: Firmware Parameters Tab

16
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Registers

Opens a window, which shows the registers important for a proper configuration setting of
the TDC-GP30YD. In the left column, the register contents correspond to the settings done
in tabs of GUI main window. If the button “Read GP30 Register Settings” is pressed, the
configuration settings located in TDC-GP30YD registers are displayed in the right column, by
pressing “Read and Transfer” button, the register settings in the tabs of main window and
in the left column of this window are updated with the register settings from right column.

* Registers

X

0xC1

0xC2
0xC3
0xC4
0xC5
0xC6
w7
0xC8
0xCo
OxCA
xCB
xCC
xCD
0xCE

Register Settings User Interface

Register Settings GP30 RAM

Configuration Register Ul Configuration Register GP30

« Baaea000
x @@343184a
x 81111144
x 182158688
x B@1FAsFF
x BBAECAES
x 88114858
x 88793488
x 88882824
x @3E78C83
x 8@aazC1e
x 88880481
x BAABCATC
x 4@81725CF
x 88278888

CR_WD_DIS
CR_PI_E2P
CR_GP_CTRL
CR_UART
CR_IEH
CR_CPM
CR_MRG_TS
CR.TM
CR_USM_PRC
CR_USM_FRC
CR_USM_TOF
CR_USM_AM
CR_TRIM1
CR_TRIM2
CR_TRIM3

= 86000000
= 8@343184
* 81111144
= 18215000
= BA1FA3FF
= BB4ECAES
= 88114888
= 88793400
= 88082824
= @3E78C83
= aaeaz2Cle
= 88880481
= BAABCATC
= 4@81725CF
= 8a27a8a8

0xCO
0xC1

0xC2
0xC3
0xC4
0xC5
0xCH
0:C7
0xC8
0xCo
0xCA
0xCB
0xCC
0xCD
0xCE

CRWD_DIS
CR_PIE2P
CR_GP_CTRL
CR_UART
CR_EH
CR_CPM
CR_MRG_TS
CR_TM
CR_USM_PRC
CR_USM_FRC
CR_USM_TOF
CR_USM_AM
CR_TRIM1
CR_TRIM2
CR_TRIM3

Read Settings from GP30
RAM and Transfer te GUI

Read and Transfer

Start Measurement

SHR Register Ul

TOF Rate
1

SHR Register GP30
TOF Rate
1

Start Hit Delay Window
0

Start Hit Delay Window
0

First Wave Level Up
85

First Wave Level Up
85

First Wave Level Down
85

First Wave Level Down

85

Read GP30 Register Settings

Figure

18: Registers

Remote Commands
This window summarizes some additional commands, which can be executed via remote interface.

System Reset: Executes a complete system reset of TDC-GP30YD. Same function as “System Reset”
button in “Measurement” tab of main window
e System Init: Same function as “System Reset” without clearing the configuration (CR_...) and
the system handling (SHR_...) register.
e CPU Init: Clears the CPU block in TDC-GP30YD
e SV Init: Clears the supervisor block in TDC-GP30YD
e FEP Init: Clears the frontend processing block in TDC-GP30YD
e Request/Release Bus Master: Allows the request of the bus master in TDC-GP30YD, e.g. if the
random-access bus is blocked by a deadlock, caused by an improper firmware download.
e Measure Cycle Timer Off/On: Stop & start of the measure cycle timer
e Clear Interrupt Flags: Clears all bits in SRR_IRQ_FLAG register
e Communication Request: Allows an asynchronous demand by remote controller to get an
interrupt by TDC-GP30YD, signalizing the time for remote communication.
TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production 17
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e General Purpose Request: Allows an asynchronous request by remote controller to initiate a
general-purpose handling in in firmware of integrated TDC-GP30YD CPU.

¢ Remote_Commands.vi — *

Remote Commands

System Reset
[ ]Recall FW Code

System Init
CPU Init
SV Init
FEP Init

[ Disable Watchdog after command

Request Bus Master

Release Bus Master

Measure Cycle Timer Off

Measure Cycle Timer On

Clear Interrupt Flags

Communication Request

General Purpose Request

Tag Systemn Reset

L |
Figure 19: Remote Commands
5.3 Firmware

e Assembler
The TDC-GP30YD assembler is integrated into the TDC-GP30 evaluation software. It is opened
on the Firmware menu of the main program:
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o GP30 Evaluation Software

File Tools Interfaces  Help
[T ——|  Assembler Ctrl+A ol Temper

Firrmware Download Time of
CPU Values
® Mame Results

Figure 20: Firmware Menu

The following window comes up:

|
File Edit Find Assembler Help

Choose File to open
New File

Open File

Last File

Output

Figure 21: Assembler Window

ScioSense’

This is a comfortable editor with syntax highlighting, search and replace, copy and paste functions.

Under menu item “Assembler” the user finds the compile and download options. The download option

effects, that “Firmware Download” window is opened (see also below).

Whether the call of these functions was successful or not is indicated by the messages at the bottom

of the assembler window.

e Firmware Download

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production
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This window allows the download of the user code and firmware data, including the configuration,
to the non-volatile memory. In case the bootloader release code is set, the configuration from the
FW Data 2 section is copied into the configuration registers.

“Firmware User Code” is either one of ScioSense firmware examples, either the customers code or
in case of chips with ScioSense firmware (TDC-GP30-F01) the open-source part. The FW Data 1 and
2 include firmware relevant coefficients and the configuration. The figure below shows an example
for anTDC-GP30YD-FO1 application. As free part of the user code firmware GP30Y_A1.D2.11.04.hex
is loaded. For the configuration and flow calculation data file GP30Y_A1.A2.11.04.dat is loaded.

4 Download_GP30_FW.i - o X
~
Firmware User Code Firmware Data
Download Firmware
pe—s FW Data 1 FW Data 2
Code and Data ~ B Value B Valie |[# Value [ # Value
Tp=riFe Reload File
0 | 00000000 32/ 00000000 64/ 00000000 %
Save File 1 | 00000000 33/ 00000000 65| 00000000 97 | 00000000
R — Reload File Transfer Configuration Settings 2 00000000 34/ 00000000 66, 00000000 98 | 00000000
3 35/ 00000000 67/ 00000000 99 | 00000000
—_— Configuration from GUI to FW Data 2| =t | 4 36 0000000 68/ 00000000 100] 00000000
5 | 00000000 37| 00000000 69| 00000000 101| 00000000
e fes Download FW Code ~#— | Configuration from FW Data 2to Gl 6 00000000 38/ 00000000 70| 00000000 102 o
Transfer Calibration Parameters 7 | 00000000 39| 00000000 71| 00000000 103 0
R Cubrton st o et F a2 - | £ 000000 |40 otioo |2 ootk | 4
TR opens Tle dialog) 70/ 00000000 42 00000000 74 00000000 106 0
Watchdog Disabled Transfer Firmware Parameters 11| 00000000 43 00000000 75/ 00000000 107,
From FWW Parameters sheet to FW Data =i | 12| 000000 44/ 00000000 76/ 00000000 108
FW Unlocked 13| D0DODO0D 45/ 00000000 77 00000000 109 00000000
@ 4 To FWParameters sheetfrom FW Data 14| 00000000 46/ 00000000 78| 00000000 110] 00000000
15/ 00000000 47/ 00000000 B 11| 00000000
Checksums Sl (@ 16[ 00000000 48 00000000 o 112 00000000
17| 00000000 49/ 00000000 81 113/ 00000000
BushioaliEvca e Dz R 18/ 00000000 50, 0000000 82 114 0DODOCOD
Recall FW Data 19| 00000000 51| 00000000 ! 113] 00000000
[ System Reset and Start Measurement 20| 0000000 52| 00000000 e 116 00000000
after Downlosd (e Pl D 21| 00000000 53| 00000000 8 117| 00000000
[ Lock FW after Dewnload Checksums FWD1 22| 00000000 54 00000000 8 118/ 00000000
23/ 00000000 55| 00000000 a7 119/ 00000000
24| 00000000 56| 00000000 8 120] 00000000
= 25/ 00000000 57| 00000000 89/ 00000000 121| 00000000
Verify FW Eimuare/Acam|Code 26| 00000000 58 0000000 » 122/ 00000000
Checksums 27/ 00000000 59| 00000000 o 123/ 00000000
Checksums FWD 2 28] 00000000 60| 00000000 % 124/ 00000000
29| 00000000 61| 00000000 % 125 00000000
30| 00D00000 62| 00000000 o 126/ 00000000
31| 00D00000 €3/ 00000000 o5 127| 00000000
Erase FW HD Checksum FWA manual entry
v
< >

Figure 22: Firmware Download

With “Check Status Flag”, the watchdog and the lock state of the TDC-GP30YD can be
checked. Please make sure that the watchdog is disabled before starting a download or
other transactions in this window.

In the “Firmware User Code” section, a firmware user code file (*.hex), which is typically
generated by the assembler tool and intended for the user part of 4kx8 Program NVRAM,
can be loaded by pressing “Open File”.

In the “Firmware Data” section, a firmware data file (*.dat), which is intended for the
128x32 Data NVRAM, can be loaded by pressing “Open File”. This section also contains some
additional transfer options from GUI to FW Data 2 fields and from TDC-GP30YD back to FW
Data 2 fields. The configuration can be exchanged between the GUI of the evaluation file
and the data file. Calibration can also be exchanged between GUI and data file.

By pressing “Download FW Code & Data” both files are stored in the corresponding NVRAMs.
This action takes a few seconds. After the download, both files are located in the volatile as
well in the non-volatile part of the appropriate NVRAMs. The download can be combined
with a lock option of the firmware.

When pressing “Download FW Code & Data” any running firmware program is stopped. If a
new proper auto running firmware program is downloaded, this firmware can be started

20
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again by performing a system reset. A select box allows to reset and restart measurement
automatically after downloading.

The last four addresses of the FW Data 2 section contain the checksums which are stored to
TDC-GP30YD when downloading firmware to TDC-GP30YD. These fields are directly
updated, when firmware files are loaded or content of firmware data fields are changed.
Pressing the “Verify FW” button after downloading compares the content of the NVRAMs
with the given files by their checksums. The software calculates the checksum of the given
files and reads the calculated checksums of TDC-GP30YD as well as the stored checksums at
the end of FWD2 section. Note: The firmware data file word 127 is by default empty, not
knowing the checksum of the on-chip ScioSense firmware.

e,
122| 00270808
123| ABCD7654
124/ 000011CC
125/ 00003828
126 00000000
127| 0D0OD0ODD

Lalculated by GF30 F11CC
Read from FWD2 [i11€C

@ rASy 3] vowoos
Jpass 26| 00002CAA
27 000D4DAD
28 00005444
29 00012170
30/ D0OODDOD
31| 1B193E25

FORCEERIITY
58| 0097C276
59| 0000724A
60| DDDOOF3C
61/ DDD0D4BD
62| FFFA3BSB
63| FFFA3BIB

Firmware Acam Code

Checksums FWD 2
Calculated by GP30 [6A445
Calculated by Software [|5B28

Calculated by GP30 ESB?_B
Read from FWD2 {5828

Read from FWD2 0

@ FaL

HA1A21104  acam FW Revision

D PASS
JPASS

Checksum FWA manual entry

23: Firmware ScioSense Code

So copy manually the calculated checksum for the ScioSense code into the field “Checksum FW
manual entry”. Word 127 in the data will be updated and after downloading again the verification
will pass for all.

Checksums

6A445

Figure

Calculated by ¢30 [{6A445

122/ 00270808
123 ABCDT634
124/ 000011CC

Lalculated by LF3U fIILL

Read from FWD2 J11€C

o A

JPASS 58 D097C276

59| 00007244
60| 0000OFSC
61/ 000D04BD
62 FFFA3ESE

63 FFFA3B9B

26/ 0DDD2C4A
27 00DD40AD
28 00003444
29 00012170
0700000000
31| 1B193€25

Firmware Acam Code

Checksums FWD 2

Calculated by Software 5828
alcilated by GP30 5828 JPASS

A1821104  acam FW Revision Read from FD2 5828

126/ D00DDOOD
127 0006A445

cksum FWA manual entry Jeass

24: Verification by Calculated Checksum

In the “Firmware Acam Code” section, the checksums for the ScioSense firmware code are
also checked and displayed after a “Verify FW”. The ScioSense firmware code cannot be
modified by users. Therefore, a checksum calculated by software field is missing in this
section.

A lock state of TDC-GP30YD or a hang-up, caused by a faulty firmware user code can be
dissolved by pressing “Erase FW” button. After that, new firmware (user code & data) need
to be downloaded again.

CPU Values

This tab is only for customers who use the ScioSense firmware for flow calculation. It reads out some
important CPU values like water temperature, flow, velocity, etc. To enable the readout the “Read

calculated values” checkbox must be set.

The lower sections allow to read from any RAM addresses.

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production
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Fle Ede Openste Tocls Window Help

Set for using on-chip firmware

Address 1 Mt Factor] Caleulated Rescit 1
gl . go =0
Adress 2 Mk Facter 2 Calculated st 2
3.0 - go = b

Address 3 Muk, Facter 3 Calculated Rewk 3
oo -0 ' =

Figure 25: Flow Calculation Window (previous Ul)

5.4 Help

When moving the cursor over the values in tabs of main window, the parameter name (used in the
TDC-GP30YD manual) is displayed. By right-click and selection of “Description and Tip”, a window is
opened showing additional description of the value.

Ultrasonic Pause Handling

Pause between TOF Up and

Pause 1,0 * T(BF_SEL) in ms |[| 20,00 ms
© Description and Tip X

“Ultrasonic Pause Handling” Description

USM_PAUSE --» CR_USM_PRC (0x0C8) A

Selects pause time between 2 ultrasonic measurements

"Ultrasonic Pause Handling" Tip

| USM_PAUSE

Figure 26: Description and Tip Window

¢ Help Contents
Not supported in this software revision.
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e USB Communication
@ USB Communications — *
PicoProg Settings
Disable USE Handle
PicoProg FW Path
% C:\Program Files (x86)\_G...\data\PicoProgFW_GP30_v21.hex Change
GP30 Communication
Last_Com_Action Read_Res ..
FW check rd RAM OxE9 Commw/ GP30 K| UsB Error @)
Figure 27: USB Communications
e About
Displays software version number together with general information about software and
ScioSense.

TDC-GP30YD-(FO1) QFN32 SC-001776-UG-5 / 2026-08-27 / Production 23



CONTENTS PAGE <:D

—~—
—~—

o —

ScioSense:

~
—

ipg
g I
nooL ! el 1 oy doi doi
1 =iz 3 nu—_o - uuo_o
Y5 o5 AA lllll A_-—o =€ ZHAB9L'ZE
IND
s S S ety z-air —| [ 2
I W Lz ] B o
AD'E 90Z90X L&
29| Wik ——Ol-28r
_rnuML. O L-igr
oI 294
20A 13A3T29A
%&3
1IAIT N ¢——em [-220 )
- Q-7 HIOTNINI
one 201497 NS§ —————um G-22 r
M vy £OIOISON ——— wum $—220 5 FEER
» <
o QXETH0S ———————wm €220 m m gs3ds m
oxL~osm -z fu3 28 s
k) “ = u m
a2 B0"NN —————em |-Z20 OXL70SIN i axiTosm E NP " woa~sn 07344
o) axX¥HIS axEN0s o9 f—
\=9r 90149 dN~sN f—————— 7384
c X - "0l H_”..co_
o £0Id9TISON £0Id97ISON 300N 41 [
201497 NSS T7| 20id07NSS 99— 200 £ (¥
(7, = ZEN3D/A0E4D = L¥¥
el 81008 @ ————————77| NT®00A in LNOTBIOOA [rr ]_q .
) ) T7] ZHMYTLNOX NTBI00A [——» 81004
> pI0 a.njosadwa) ! 7| ZHRYTNIX o~ o BMOOMLd ._|—||wA_.u
— | EH—] =833a333%
h_a _ { | e s3c5833¢g $I00A
O m @ > O @ > >
— ! P ] =
- 1 I | b-ar ._oonz et SEFEE z_
G 104 e.nypiedwa) j oS oly “ N b=ir
op— 1 & \ O=sr
) 20A
d — | [
023} ! e
© d |
m 1
o ' [ ﬁ
— I -— 3N N uooL
- ! o hm— W £
4 | =i 90
wn |
=i ————————— g 3u
: 1-gr O——9
1
ozaig

6

Figure 28:TDC-GP30YD-(FO1) Schematics
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Figure 29: TDC-GP30YD-(F01) layout 2:1
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Figure 30: TDC-GP30YD-(FO1) assembly 2:1
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Table 2: Bill of materials for TDC-GP30YD-(F01)

TDC-GP30 TDC-GP30YD QFN32
u2 3.0V Voltage regulator XC6206
1 X1 4 MHz Ceramic resonator Murata CSTR_ G
1 X2 32.768 kHz  Quartz crystal Geyer KX-327XS
1 C1 4.7 uF Chip capacitor C805
2 C2,C3 100 pF Solid tantalum F95 P
1 C4 100 nF Chip capacitor CC603
1 C5 680 nF Chip capacitor C805
1 C6 Nc Chip capacitor C805
1 C8 100 nF Chip capacitor C1206
2 C10,C11 10 pF Chip capacitor CC603
1 R1 47 Q Chip resistor R805
2 R2, R3 47Q Chip resistor R603
1 R4 3.3MQ Chip resistor R603
1 R8 10 MQ Chip resistor R805
1 R9 1kQ Chip resistor R805
1 R10 560 kQ Chip resistor R805
1 J13 2.pol Connector for power supply (combined with J22) ST/254_2
1 J22 7.pol Connector for SPI interface (combined with J13) 1S;/254_7_
1 J20 2.pol Jumper for current measurement of Vicc ST/254 2
1 LJ2 3 pol. Solder bridge to select between SPI & UART QFN32
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7 RoHS Compliance & ScioSense Green Statement

RoHS: The term RoHS compliant means that Sciosense B.V. products fully comply with current RoHS
directives. Our semiconductor products do not contain any chemicals for all 6 substance categories,
including the requirement that lead does not exceed 0.1% by weight in homogeneous materials.
Where designed to be soldered at high temperatures, RoHS compliant products are suitable for use
in specified lead-free processes.

ScioSense Green (RoHS compliant and no Sb/Br): ScioSense Green defines that in addition to RoHS
compliance, our products are free of Bromine (Br) and Antimony (Sb) based flame retardants (Br or
Sb do not exceed 0.1% by weight in homogeneous material).

Important Information: The information provided in this statement represents Sciosense B.V.
knowledge and belief as of the date that it is provided. Sciosense B.V. bases its knowledge and belief
on information provided by third parties, and makes no representation or warranty as to the accuracy
of such information. Efforts are underway to better integrate information from third parties.
Sciosense B.V. has taken and continues to take reasonable steps to provide representative and
accurate information but may not have conducted destructive testing or chemical analysis on
incoming materials and chemicals. Sciosense B.V. and Sciosense B.V. suppliers consider certain
information to be proprietary, and thus CAS numbers and other limited information may not be
available for release.

8 Copyrights & Disclaimer

Copyright Sciosense B.V High Tech Campus 10, 5656 AE Eindhoven, The Netherlands. Trademarks
Registered. All rights reserved. The material herein may not be reproduced, adapted, merged,
translated, stored, or used without the prior written consent of the copyright owner.

Devices sold by Sciosense B.V. are covered by the warranty and patent indemnification provisions
appearing in its General Terms of Trade. Sciosense B.V. makes no warranty, express, statutory,
implied, or by description regarding the information set forth herein. Sciosense B.V. reserves the
right to change specifications and prices at any time and without notice. Therefore, prior to designing
this product into a system, it is necessary to check with Sciosense B.V. for current information. This
product is intended for use in commercial applications. Applications requiring extended temperature
range, unusual environmental requirements, or high reliability applications, such as military, medical
life-support or life-sustaining equipment are specifically not recommended without additional
processing by Sciosense B.V. for each application. This product is provided by Sciosense B.V. “AS IS”
and any express or implied warranties, including, but not limited to the implied warranties of
merchantability and fitness for a particular purpose are disclaimed.

Sciosense B.V. shall not be liable to recipient or any third party for any damages, including but not
limited to personal injury, property damage, loss of profits, loss of use, interruption of business or
indirect, special, incidental or consequential damages, of any kind, in connection with or arising out
of the furnishing, performance or use of the technical data herein. No obligation or liability to
recipient or any third party shall arise or flow out of Sciosense B.V. rendering of technical or other
services.
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9 Revision information

Table 3: Revision history

e o S

2023 May 16 PICOPROG V3.0 replaced by PicoProg Lite
UART is not supported

5 2026-08-13 Document renaming Cover
page

5 2026-08-13 Change from kit to development board all

5 2026-08-13 Part1.1 ordering codes 3

Note(s) and/or Footnote(s):

1. Page and figure numbers for the previous version may differ from page and figure numbers in
the current revision.
2. Correction of typographical errors is not explicitly mentioned.
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ScioSense is a Joint Venture of ams AG

Address: Sciosense B.V.
High Tech Campus 10
5656 AE Eindhoven
The Netherlands

Contact: WWWw.sciosense.com
info@sciosense.com
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